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RF SIGNAL GENERATOR 


SPECIFI 
FREQUENCY RANGE 


OUTPCT “RF; 


COLETPCUME ¢ Auetnni- --- 00 eee eens 
MODULATION-.--.. 

POWER REQUIREMENTS. +: 
TUBE COMPLEMERT «00 


DIMENSIONS essen 
SHIPPING WEIGHT. rns 


CATIONS 

120 Ke to 560 Mic in @ bands 

Gand A 12520 Ke 

and EB Sa-1 oO Ke 

Tian) Co1-3.4 Mik 

innd D 3.211 Mec 

ftand E 11-38 Mc 

Hand F 35-130 Mc : Fund.) 
FE! 106-500 Ma -Harm) 


» High (I00.000 ,v max; 


Low (100 jw max) 
#00 cps. approx, Sv iadjustable; 


. #00 cps, internal 


L5-195 volts, 220-240 v AC, §0-60-cps. 


v3 See 
1(AS 


1-Silican Rectifier 


= 100HS » 216 SW » 170 (DD 
» # Ake 


(3 


FUNCTIONS OF CONTROLS 


‘owow) woderstanding of the ocontrels ia essential Wf optinsom results are 
to be obtsieed with thie instrament. The function of each conttol if 


indicate bch in Figure Tang in more detail below, 


VERNIER TUNING DIAL 


The A-~F* bands of frequencits are calibrated on the vernier-controlied 
tunity dial and cover the total range of 120ke to bO0Me (and harmonica) 
wn te lower portign of this scale 


FREQ BAND 


This ig a retary switch which selects one of the 6 bands of frequenc- 
ios on the tuning dial. The switch should be sect to the band which includ- 
es the desired frequency Actual frequency selection is then accompli- 
anad by means of the tuning dial. 


FUNCTIONS 


“)) When the Funetion Switch t¢ maved from POWER OFF position to 
the right, a pilot lamp Temains lit when the set is OM. 

In the INT position, the internal 400 cps aucio signal modulates the 
RF output, while in this position, a 400) cps audio signal Cup to 8V) 
i3 alen available at the jacks marked AF and GND. 

1 In the EXT position, the interttal audio signal is cut off and the RF 
output is unmedulated. However, insertion of an external audio frogu- 
ency (50 cps to 15 ke} between the AF and GND jacks wall cause the 
RF signal to be modulated by the frequency. The audio mput level is 
adjusted by means of the AF IN4UT control, 

4} This unit is ideally provided with a crystal socket for self-calibra- 
tion. Install a crystal of aptional frequency (FT-243 Type. s00ke~10 
Mc) to the socket, and the 0 beat will be delivered through an ear- 
phone or a speaker externally connected to the EXT. MOD/AF OUT 
terminal for audible almnment of this wnit. 


RF ATT 
This control is used to adjust the level of the RF output. 


HIGH AND LOW OUTPUTS 


Toth bigh ate low level jacks are provided on the instrument. The 
high level jack {H5 provides a maxtmum of 100,090 jv and the low jack 
i) P00 aa. “The level ef both outputs may be adjusted Ly means of the 
RE ATT contral. 

A ghielded test cable, terminated at one end with banana jacks and 


at the other with alligator clips. has been supplied for connection of the © . 


signal generator to equipment under test. Always make sure the black 
ghieléed ping is connected to the corresponding black GND jack on the 
generator or damage to the instrument may reault. 


WARNING 


Never connect the shialded lead directly to the chassis of AC/DC equip- 
ment, To prevent danger of chock, place a 0.1 yf/dO0v capacitor in 
series With the shielded lead Sefore connecting it to euch equipment. 


USING THE TE-20D 


An RF signal generator is an invaluable ald in receiver testing and ali- 
emment. For example, by inserting an RF signal at various points ina 
receiver, the proper functioning of each stage and its associated coupling 
circuite can éacily be determined. This procedure i knewn as the signal 
substitution or signal injection method of servicing, The RF signal gene- 
rator is also universally ded for receiver alignment. A superheterodyne 
receiver may have from three to seven or more tuned circuits, each of 
which has to be in resonance at its proper frequency for best operation. 
The procedure for aligning AM ar FM receivers will vary fram unit 
to unit, It is always recommended, therefore, thet the manufacturer's 
sehvice and alignment notes be referred to before attempting alignment 
These usunlly contaln specific instructions in the procedure to be follo- 
wed for optimmm resulta. There are matty other uses to which a signal 
generator may be put, but ther are far too numerous to lst here. 


LOCATIONS AND FUNCTIONS OF CONTROLS 


PIL LAGHT 
PT Sach 

FibMG, THON 

Aotaty seaich soacts Fred) SAND 

power ONE Rotary mech selects 
External or trternel ge of six bards of 
PeOD. and X tal Teenie, 
calibratig 


For connection of external 
audit when MEM 5 set 

fOERT, When ATM if set te 
INT, audin avaiable at thepe 
packs 


RF OUT 
High or Low RF ouput 
at these jacks 


AF ATT 
Acts as-leeel condral fos 
FF cuitput. 
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